MISSOURI DEPARTMENT OF HEALTH AND SEMNIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOH IV WITH PRINTER MAINTENANCE REPORT [

RECEWED .
By Carci Day at 8! FEy am Mar f? 2014

Complete this repoit Tn duplicate at lhe tme of the regular monthly preventative maintenance check, and whenever instrument Is repaired.
Send copy to Depariment of Heallth and Senlor Services; retain original In depariment file,

ALCO SENSOR IV SN PRINTER SN DATE OF INSPEGTION
102458 , 093.3578.2562 03/04/2014

LOCATION OF INSTRUMENT (STHEET AND CITY) TIME OF INSPEGTION
600 E. Wainut Columbia 538pm

CHECKLIST: Place a mark In the box by each itemn If found io be satisfactory or if cperating within established limits, (Write in observed val-{ -
ues where determined.} Unmarked iterms must be correcled before using instrument.

DIGITAL READOUT {ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°G - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION [] cOMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Guth Labs LoT # 13210 EXP. DATE 07/29/2016

SIMULATOR TEMPERATURE (34°C £0,2°C) __ 34.0  SIMULATOR SN__SD2761  SIMULATOR EXP DATE 01/07/2015

I¥] CALIBRATION CHECK — {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Aun three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of .005 or
less, Check the box corresponding to the standard solution belng used. (PRINTOUT ATTAGHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = (99 TEST 2= (099 TEST3= 100

[Z] RFI DETECTOR OPERATING

INBICATE THE NUMBER OF BREATH TESTS iN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) .

REFUSALS 1 ©-09 9 (05-09y 1 (10-14) 2 (15-19y 1 (OvVER.19) O
List any new parls and describe any alleration or modification that was made to restors the inslrument lo operate satisfactorily and within
established limlts {use other side if necessary). . . e

Wi T ———
_INSPECTING OI-EI GER 2 e

A%

SIGNATURE | /.
| TVPE 11 PERNTTALMBER/E X RATION DATE TELEEHONE NUMBEH RO

220411 12/2014 , (573) 874-7652 °

- TPRINTMAME -~
e Nathan Turner

i Relurn compleleci 1T t 1o the: Breath Atcohol Program, MO Bepariment of Heallh and Serﬂor Services, Southeast District Office
i 2875 James Soulevard .
Poplar Bluff, MO 63901

O U135 (810) AN EQUAL CPPORTUNITYAFFIRLATIVE AGTION EXPLOYER PR
$vices provid2d on A rovdisedminatory basls
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< GUTH LABGRATOR!ES NG,

SHASTREET O HAHRISIURO, PA YIS0 ASH & YHURPHONM Y|IS50T0

CERTIFICATE OF ANALYSIS

Cortifled Aloohol Refersncs Seclutlon for Simulator
Rnnﬁom"Sample's of Lot Numbor 13210 of
Aleohol Rofoxenoo Solutlon for Slmulator wero: atalyzed by
gay ohromatogtaphy on July 31, 2013, uslug a Perkin Elier Gog Chramalograph
Antosyslem XL 3/N; 610N9030209, and found to contaln 0.1216% (wivol)
olhiy} aloohol, Tho oxpleation date for thly fot '
-number.!s July29$2015 at 11:’59 PM,
When nged ln A ¢allbxpted Bimulator, oporiting. o’
34o¢ 5 0,200, thls sulu!tb‘;'r will give a broath- alooldl.-
'analyais !nsm:maﬁt reading ofo.llw glz:lOL 3%,

“fhe alookol and water ysod n this solutlon wers
froo of test Interfering substances

‘

Teé L Pauley, Proymeélt ,

GUTH LABORATORIAS, INC,

NIST Traosabiliiy:

Tosting was coudueted nspng Carifilant Refordnoe Staitdard lot nber KNPZNT-02 whose
vafiies ars iraceuble (o HIST.
All balaness are eatibraied annnally by an oiitside agenoy usxing NIST ivacenble woights,

. C’ﬁl!brauan verlfioation is dops prior to eaoh nse um[zmg IST trageabls walghts, -
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